Detection of *Helicobacter Pylori* Infection by Imported IgG ELISA Kits in Comparison with Iranian Home Made Kit

Yeganeh Talebkhan¹, Marjan Mohammadi², Ghader Khalili³, Arghavan Sheykholeslami⁴, Naser Rakhshani⁵, Fereidoun Mahboudi⁶, Sadegh Massarrat⁷

¹ Researcher, Biotechnology Research Center, Pasteur Institute of Iran-National Biotechnology Network, Ministry of Health and Medical Education
² Assistant Professor, Biotechnology Research Center, Pasteur Institute of Iran-National Biotechnology Network, Ministry of Health and Medical Education
³ Researcher, Immunology Department, Pasteur Institute of Iran
⁴ Researcher, Digestive Disease Research Center, Tehran University of Medical Science, Shariati Hospital, Tehran, Iran
⁵ Assistant Professor, Digestive Disease Research Center, Tehran University of Medical Science, Shariati Hospital, Tehran, Iran
⁶ Associate Professor, Biotechnology Research Center, Pasteur Institute of Iran-National Biotechnology Network, Ministry of Health and Medical Education
⁷ Professor, Digestive Disease Research Center, Tehran University of Medical Science, Shariati Hospital, Tehran, Iran

**ABSTRACT**

**Background**

*Helicobacter pylori* (Hp) is a gram negative, spiral shaped bacterium which colonizes the gastric mucosa and induces gastroduodenal complications varying from mild gastritis with no clinical complications to peptic ulcer diseases and even gastric malignancies. The rate of Hp infection is 30-50% in developed countries whereas it has been rated up to 80% of the adult population in developing countries like Iran.

Hp infection can be detected by various diagnostic methods. Culturing biopsy specimens and Rapid Urease Test (RUT) are the most common and reliable tests which can manifest Hp infection through proper sampling but these methods are invasive ones due to the need for endoscopy procedure in isolation of biopsy specimen. Application of serological assays are being increasingly used for epidemiological studies and detecting systemic immune responses toward past Hp infection. ELISA assays are the most popular techniques particularly in cases with no previous treatment.

**Materials and Methods**

In this study we tested three imported IgG ELISA kits which are available for clinical diagnostics in detecting host sero-reactivity to Hp infection and compared them with a home made IgG ELISA kit. Histology and RUT were used as the gold standard tests for determination of Hp positive vs. Hp negative subjects using biopsy specimens from antrum. Sensitivity, specificity, accuracy and other required criteria were evaluated for each ELISA kit.

**Results**

According to the results the original criteria (Sensitivity and specificity) for each kit were as follows: BIOHIT (41.6%, 100%), Trinity (100%, 86.6%), Pishtaz (100%, 86.6%), Home made (100%, 92.6%).

**Conclusions**

Evaluation of these different IgG ELISA kits originating from different parts of the world and cross comparison of the results indicated that the cut off values should be refined for user country in order to obtain the highest sensitivity and specificity. These differences can be due to the vast geographic heterogeneity among Hp antigens. Furthermore, this study showed that home made ELISA kit can be substituted for imported ELISA kits due to its valid serological criteria.

**Keywords:** *Helicobacter pylori*, IgG ELISA, Serology, Screening

**Corresponding author:** Biotechnology Research Center, Pasteur Institute of Iran, No. 69, Pasteur Blvd., Tehran, 13164, Iran.

**Received:** 13-07-2006  **Edited:** 10-08-2006  **Accepted:** 12-08-2006

```
BACKGROUN

Helicobacter pylori (Hp) infects more than half the world adult population and is one of the rare
```