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  چکيده

سنجش ميزان  برایبيوگرام آنتي آزمون. ها مقاومت پيدا کنندبيوتيکتوانند نسبت به آنتیها میباکتري ،رويه دارومصرف بی مانند یبر اثر عوامل :اهداف

 ٢٠٠٦در ژانويه سال  CLSIهاي براساس داده. رودکار میبهها در آزمايشگاه ممانعت از رشد باكتريدر بيوتيك يا ساير عوامل ضدميكروبي توانايي آنتي

گذاري استاندارد ديسک. هاي متفاوت سنجيده شده استآزمايش مختلف روي باکتري ٣٢٩بيوتيک با آنتي ٩٢مون انتشار ديسک، تاثير در خصوص آز

ها نسبت گيری حساسيت ميکروارگانيزمهدف از اين مطالعه، ابداع ابزاری جديد برای اندازه. شودها انجام ميمتری حاشيه پليتميلی ١٥معمول در فاصله 

 . ها بودبيوتيکبه آنتی

ديسک انجام گذاري بدون فاصله از حاشيه پليت و با استفاده از ديسک کامل يا نيمدر پليت مدرج جديد و روش استفاده آن، ديسک :هامواد و روش

  . شد

تنها اثر منفي بر نتايج حاصل نداشت بلکه موجب دقت بيشتر آن و کاهش مشکلات و اشتباهات و عدم وجود فاصله با حاشيه پليت، نه :هايافته

  . هاي گذشته شدهاي ناخواسته در روش تداخل

متر بالاتر ميلي ٨٤-١٢٠هاي ا اندازهدر پليت ب% ١٧تا  ٣استفاده از اين پليت و روش همراه آن، بازدهي آزمون انتشار ديسک را بين  :گيرينتيجه

   .برد مي
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Abstract 

Aims: As a result of several factors such as excessive use of drug, bacteria can resist against antibiotics. Anti-

biogram test is used to assess the antibiotic or the other antimicrobial agents’ ability in prevention from 

bacteria’s growth in laboratory. Based on the CLSI data in January 2006, regarding the disc diffusion test, the 

effect of 92 antibiotics have been evaluated with 329 different tests with different bacteria. Common standard 

disc dispensing is carried out with 15mm distance from the plate border. The aim of the study was to introduce a 

new tool for measuring the microorganisms’ sensitivity to antibiotics. 

Materials & Methods: In the graded new plate and its using method, disc dispensing was done without any 

distance from plate border and using a full or half-disk. 

Results: The lack of distance from plate border, not only had no negative effect on the results but also led to the 

higher accuracy and reduction of problems and errors and unwanted interference in the previous methods. 

Conclusion: The use of this plate and its method increases the efficiency of the disc diffusion test between 3-

17% in the plates with standard sizes of 84-120 mm.  
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