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  ن محل حفره بيني و سينوس ماگزيلارييبررسي دقت توموگرافي خطي در تعي

  
  ***پورگر دكتر رزا زر-** دكترمهرداد پنج نوش*-پور دكتر احمدرضا طلائي

  و خدماتدانشگاه علوم پزشكيو عضو مركز تحقيقات دندانپزشكي نشكده دندانپزشكي اد صورت و فك، راديولوژي دهان آموزشي  استاد گروه*
  تهرانبهداشتي، درماني

  تهرانخدمات بهداشتي، درماني  ونشكده دندانپزشكي دانشگاه علوم پزشكياصورت د فك و گروه آموزشي راديولوژي دهان، استاديار**
  جان رفسن پزشكي و خدمات بهداشتي، درمانينشكده دندانپزشكي دانشگاه علوماصورت د فك و، استاديار گروه آموزشي راديولوژي دهان***
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Background and Aim: Accurate measurement of bone height and width is essential prior to dental implant 
placement. The method of surgery as well as, the type and size of implants are determined according to 
dimensions of the residual bone. The purpose of this study was to evaluate the accuracy of linear tomography 
in localization of the floor of nasal fossa and maxillary sinus, and to determine the width of maxillary bone at 
the designated site for implant placement. 
Materials and Methods: In this test evaluation study, the vertical distances between the alveolar crest and the 
floor of nasal fossa and the floor of maxillary sinus was measured by the tomographic slices in 12 sites of 
three dry human skulls. In addition, the width of maxillary bone was measured at the same slices. The skulls 
were then sectioned through the marked places. Then the radiographic values were compared with the real 
values of bone sections. 
Results: After correction of tomographic values by the magnification factor of the unit, the mean absolute 
measurement error for vertical values at nasal fossa and maxillary sinus area in tomographic slices were 0.28 
mm (SD= 0.24) and 1.1 mm (SD= 0.68) respectively. The mean absolute measurement error for maxillary 
width at the nasal fossa and maxillary sinus area were 0.65 mm (SD= 0.50) and 0.55 mm (SD= 0.45) 
respectively. 100 % of vertical values at nasal fossa area and 50 % of vertical values at maxillary sinus area 
were within ± 1 mm error limit. In addition, 50 % of width measurements at nasal fossa area and 83.3 % at 
maxillary sinus area were within ± 1 mm error limit. 
Conclusion: The linear tomography is more accurate in height estimation at nasal fossa area and in width 
estimation at maxillary sinus area. The accuracy of linear tomography in height and width estimation is within 
acceptable limits at both nasal fossa and maxillary sinus area. 
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  چكيده
 بنابراين. در سراسر جهان رواج روز افزوني يافته استهاي دنداني  استفاده از ايمپلنت ،هاي از دست رفته بيماران نداند جايگزيني  براي:زمينه و هدف

ها با توجه به ابعاد استخوان   روش جراحي، نوع و اندازه ايمپلنت.هاي دنداني ضروري است  ايمپلنتذاري از جايگقبلگيري دقيق ارتفاع و پهناي استخوان،  اندازه
 و تعيين پهناي استخوان  بيني و كف سينوس ماگزيلاريه دقت توموگرافي خطي در تعيين محل كف حفرارزيابيهدف از اين مطالعه،  .شود مانده تعيين مي باقي
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