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  درجه تبديل دو نوع كامپوزيت نوري  و روش تابش نور بردستگاه تابشي نوع تأثير
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Background and Aim: Halogen lamp is the commonly used light source for composite photo polymerization. 
Recently, high power halogen lamps, LED and plasma arc are introduced for improving the polymerization. 
The aim of this study was to investigate the effect of conventional and high power halogen lamps and LED 
light curing unit on degree of conversion of two different composite resins. 
Materials and Methods: In this in vitro experimental study two halogen units (Coltolux 50 with the intensity 
of  330 mW/cm2 and Optilux 501 with two different operating modes of standard with the intensity of 820 
mW/cm2 and Ramp with the intentsiy of 100-1030mW/cm2) and one LED light curing unit (620 mW/cm2) 
were used. The composites were hybrid (Tetric ceram) and nanofilled (Filteke supreme). Each 
materials/curing method contained three samples and degree of conversion (DC) was measured with FTIR. 
Data were analyzed statistically with one way and two way ANOVA, Tukey HSD. P<0.05 was considered as 
the limit of significance. 
Results: Tetric ceram revealed higher DCthan Supreme. Tetric ceram showed a significant decrease in DC 
when Coltolux 50 was used in comparison to LED and Optilux 501. The latters did not show significant effect 
on DC of this material. DC of Supreme polymerized with various curing modes was not significantly 
different. 
Conclusion: Based on the results of this study, degree of conversion in hybrid composites was higher than 
nanofilled. In comparison with conventional halogen lamp (Coltolux 50), high intensity halogen lamps and 
LED unit significantly lead to higher degree of conversion in hybrid composites. 
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  چكيده
 ، و تـسريع در كـار      اخيراً براي بالا بردن درجة پخت     . شود  استفاده مي هاي هالوژنه     لامپ  از  مواد پليمري در دندانپزشكي    براي پخت سالهاست كه    :زمينه و هدف  

   تـأثير دو دسـتگاه     ارزيـابي هـدف   طالعه حاضـر بـا      م. اند  د منتشر كننده نور آبي و پلاسما آرك ارائه شده         يوهايي از قبيل د    هاي هالوژنة با توان بالا و دستگاه       دستگاه
  .انجام شدبر ميزان درجة تبديل دو نوع كامپوزيت دنداني ) LED )Light Emitting Diode هالوژنه با توان معمولي و توان بالا و يك نوع دستگاه

 تـوان تـابش    بـا Optilux 501 و mW/cm2 330 تـابش تـوان   بـا  Coltolux 50در اين تحقيق تجربي آزمايـشگاهي از دو دسـتگاه هالوژنـه    : روش بررسي
mW/cm2 1030- 100 و يك دستگاه LEDتوان تابش  با mW/cm2 620 هالوژنة   دستگاه. استفاده شدOptilux 501با دو روش پخت استاندارد و  Ramp  مورد

هـا بـر روي دو نـوع          آزمايش.  استفاده شد  mW/cm2 1030- 100  از توان  Rampو در روش     mW/cm2 820در روش پخت استاندارد از توان        .استفاده قرار گرفت  
 سپس درجه تبـديل آنهـا    شد،هاي مختلف پخت  با روش سه نمونهكامپوزيتاز هر .  انجام شد)Filteke supreme( د و نانوفيل)Tetric ceram(كامپوزيت هايبريد 

 . آمـاري قـرار گرفتنـد      تجزيـه و تحليـل     چندگانه تـوكي مورد    هسيمقاو   ك طرفه و دو طرفه    يانس  يهاي وار  ها توسط آزمون    داده .گرديدگيري     اندازه FTIRبه روش   

                                                 
  ترميمي گروه آموزشي - دانشكده دندانپزشكي-و خدمات بهداشتي، درماني تهران دانشگاه علوم پزشكي - خيابان قدس- خيابان انقلاب-تهران: نشاني: مؤلف مسؤول 

    m_tabatabai@yahoo.com  :کينشانی الکترون ٦٦٤٠٢٦٤٠: تلفن


